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PART I

ABSTRACT

The quest for broad-bandwidth communications channels has led to
the investigation of the propagation of radio signals in the 1011 to 1012 cps
frequency range where the absorption of energy by oxygen and water vapor
makes the atmosphere partially opaque. A microwave spectrometer,
described in this report, was used to measure the dependence of the oxygen
component of absorption in the vicinity of 118. 75 Gc.

The variations of line shape, both width and intensity, for a wide range
of atmospheric pressures are described by the reported measurements. For
100% oxygen at a temperature of 300"K, the measurements, associated with
the best fit of the Van Vleck- Weisskopf shape, yield a line-width parameter
of Ap = 2.08 Mc/mm Hg for P.! 4mm Hg and A- = 1.90 Mc/mm Hg for

P
4 mm Hg for P < 760 mm Hg, and a peak intensity which increases very
slightly with pressure from 6. 5 db/km at 3. 5 mm Hg to 7. 0 db/km at 500
to 760 mm Hg.

iv



I. INTRODUCTION

In compliance with the consistently increasing demands for broad

bandwidth communications channels in the electromagnetic spectrum for

the transmission of increasing amounts of information, the upper limit of

the range of usable communications frequencies has been dramatically

extended during the past decade. Where it was previously adequate to

describe the wavelengths of the usable frequencies in terms of kilometers

and meters, it is now necessary to use the terms centimeters, millimeters,

and even microns, The use of shorter wavelengths makes terms such as

"gigacycles" and "teracycles" expedient when frequencies are described.

Thus, scientists and engineers, especially over the past two decades, have

been vitally and actively concerned with the generation, as well as the

propagation, of coherent electromagnetic radiation of increasingly higher

frequencies.

Propagation of signals in the millimeter radio spectrum, signals of

one-centimeter to one-millimeter wavelengths, through the atmosphere of

the earth involves obstacles which are absent or negligible at the lower

frequencies. Radiation of these frequencies is selectively attenuated due

to the resonant absorption of energy by the gaseous constituents of the

atmosphere. Although many gases have resonances in this region of the

spectrum, the largest components of absorption arise from the constituent

gases with the largest density.

-1-



The total atmospheric absorption of energy of millimeter wavelengths

is the sum of the resonant attenuation of selected wavelengths by free

molecules of uncondensed gases and the attenuation due to solid particles

which are suspended in the gases. Problems associated with determining

the physical size and distribution of solid particles suspended in the atmos-

phere make the component of attenuation due to these particles difficult

to predict. However, the component of attenuation due to the resonant

absorption of energy by the gaseous constituents of the atmosphere, which

is usually the larger component, is mathematically predictable using a

quantum-mechanical molecular model. Although the resonant component of
9, 19, 25, 27*

attenuation can be measured by several different methods, the

problem is essentially one within the area of study termed "microwave

spectroscopy."

Of the principal uncondensed atmospheric gases, only oxygen and

water vapor have the molecular properties necessary for interaction with

electromagnetic energy in the portion of the spectrum between wavelengths

26
of one centimeter and one millimeter. From Figure 1, it is evident that

oxygen absorption makes the atmosphere "opaque" for a band of wavelengths

centered at approximately five millimeters and for a narrow band centered

at 2. 53 millimeters. Water vapor absorption in this region of the spectrum

is due largely to the "wings" of the water vapor absorption in the infrared

and submillimeter regions; however, there is an absorption maximum

Superscript numerals refer to the numbered references in the bibliography.

A letter suffix identifies the location of the topic within the reference.
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attributed to water vapor in the vicinity of 1.6 millimeters.

The summation of attenuation due to oxygen and water vapor pro-

duces several attenuation maxima and minima in the millimeter spectrum.

The shape and opacity of the attenuation minima or "windows" are dependent

upon the pressure, the temperature, and the molecular density of the gases.

The oxygen absorption maximum centered at 2. 53-millimeter wavelength

separates two of these windows; hence, it is important to know the shape

and intensity of the oxygen absorption at various atmospheric pressures

in order that the effect of this component of absorption upon the shape of

these two windows may be determined.

The absorption of five-millimeter wavelength energy by oxygen has

been shown to be due to a multiplicity of spectral absorption lines* of the

oxygen molecule which are resolved only at very low pressures. Theory

has predicted the single spectral line of oxygen near 118. 75 GcP a but

measurements of this spectral line have been delayed by the state of the

art of producing coherent electromagnetic radiation of this frequency and

by the experimental difficulties associated with the short wavelengths.

Energy sources of sufficient stability and coherence to permit these

measurements have just recently been developed.

The ideal absorption of energy at only a single frequency has caused

the effect to be called a "spectral line." Since the width of any actual
spectral line is usually small compared with its resonant frequency,
the term "line" is actually very descriptive.
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Interest in the propagation of energy at these extremely short wave-

lengths has been stimulated by the discovery that millimeter waves

penetrate a plasma similar to the plasma sheath sur rounding a space

capsule during re-entry and, thus, comprise a possible solution to the

"blackout" in communications with the capsule during this critical period.

Quantitative information on the shape and intensity of the oxygen absorption

lines can also be used to calibrate radio telescopes, both for obtaining

information on the amount of oxygen found in the atmospheres of other

planets and for operating at the frequencies of the windows. The shape and

intensity of the oxygen lines can be used to provide detailed information on

the molecular structure of the oxygen molecule itself. Other possible

applications of oxygen absorption include the development of secret com-

munications systems for communicating between space vehicles with atmos-

pheric absorption preventing the interception of the signals on earth, methods

of non-destructive testing and chemical analyses, and methods of constructing

high-precision frequency standards.

Since the 2. 53-millimeter oxygen absorption maximum is due to a

single oxygen line, measurements of the shape of this line should contain a

minimum of interference from other major oxygen spectral lines. Hence,

this line should provide a maximum of line-shape information for verifying

or refuting the mathematical model of the line. Mathematical formulas

describing the line shape obtained from such measurements have possible
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applications in the analysis of the closely-spaced oxygen lines in the 60 Gc

region.

Before decisions can be made in the design of the instrumentation

to acquire the data of this research project, the critical elements involved

in the measurements, the accuracy required of the data, and the methods

used by other researchers for similar investigations must be understood.

A knowledge of microwave spectroscopy is basic to such an understanding.



II. ELEMENTS OF MICROWAVE SPECTROSCOPY

With the experiments of Cleeton and Williams 8 in 1934, a new branch

of spectroscopy began involving that portion of the electromagnetic spectrum

which lies in the microwave region. The development of reasonably mono-

chromatic microwave signal sources during World War II led to renewed

and intensified interest in the subject and paved the way for the development

of modern microwave spectrometers.

Microwave spectroscopy is similar to spectroscopy in other regions

of the electromagnetic spectrum, since it is concerned with, among other

things, the indirect observation of energy levels of atoms, molecules, and

nuclei. But the energy changes which give rise to microwave spectra are

of a much smaller magnitude than those which cause spectra at infrared or

optical frequencies. These smaller energy changes at the lower frequencies

are a result of the fundamental quantum condition, E1 - E 2 =hv or

E1 - 2
V = , where v is the frequency of the radiation which is emitted

h

or absorbed, E1 and E 2 are the initial and final energy levels of the molecules,

atoms, or nuclei involved, and h is Planck's constant.

The energy level of a molecule or an atom corresponds to a particular

orientation and motion of the atomic and subatomic particles. If a transition

occurs in which the final energy level of the molecule or atom is greater

than the initial energy level, the molecule or atom has absorbed energy from

the incident electromagnetic field and the process is appropriately called

-7-
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absorption. When a transition takes place in the opposite direction between

energy levels, when E is greater than E2 in the fundamental equation, the

process supplies energy and is called emission. Since the quantum-

mechanical selection rules "allow" only certain energy transitions, the

absorbed energy from a source is the energy associated with an allowed

transition. If only a certain given transition takes place, the energy

absorbed is ideally only the energy of one frequency, a resonant frequency

or line-center frequency. Thus, energy of a given frequency is absorbed

by those molecular systems with energy levels separated by the amount

given by the quantum condition above, only if the selection rules allow

such transitions.

Spectroscopic investigations are, hence, concerned with the measure-

ment and explanation of the frequencies of the absorbed or emitted radiation,

the widths of the spectral lines, and the spectral line intensities. These

measurements require closely controlled measuring conditions because of

the number of variables involved. Since the spectroscopic effects observed

at microwave frequencies are very delicate ones, considerable sensitivity

is required of the microwave spectrometer.

Microwave absorption spectra result from the excitation of molecules

from the lower energy states to higher energy states by the incident micro-

wave energy. The probability for a transition from a lower energy level to

a higher one is exactly equal to the probability for a transition from the

higher level to the lower level. If the energy in the incident electromagnetic
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field is below the saturation value for the system, the observed absorption

effect must then logically be a result of the difference in molecular

populations between the two energy levels being considered. If P repre-
t

sents the probability of an absorption or emission transition per unit time,

N represents the number of molecules in the ground state or lowest energyg

level, and N is the number of molecules in the excited state or higher
e

energy level, then the probability for such a transition is given by definition
22 d__e/dt_ d___/dt

as = -dNe)dt or Pt - dN /dt Rearranging this relationship

g e e g

yiedsd_ dNg
yields dNe -(N - Ne)P - dt , and it is evident that a net absorption

dt g e t dt

process requires a larger number of molecules in the ground state than in

the excited state. However, if the absorption process, with its transitions

from ground state to excited state, is allowed to continue for any length of

time without replenishing the number of molecules in the ground state, the

molecular populations of the ground and excited energy states soon become

equal and absorption ceases. Thus, in order for the absorption process

to sustain itself, some mechanism must exist in order that excited molecules

may return to their ground state without emitting energy back to the incident

electromagnetic fields.

In gases, collisions between molecules provide the mechanism

required to maintain the excess ground-state molecular population. Collisions

serve to maintain the gas in a state of thermal equilibrium and, thus, to

relate the steady-state molecular populations by the Boltzmann distribution2 2
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(EeN E
N e kT

N e

g

where E = energy of excited molecule
e

E = energy of ground-state moleculeg

k = Boltzmann's constant

T = absolute temperature

e = base of natural logarithms.

Since Ee is always greater than E , it is obvious from this equation that
N

for all finite temperatures, the ratio of molecular populations, --- , is
g

less than unity; hence, N is greater than N e
g e

The derivations thus far have assumed well-defined energy levels,

each having an exact value. If such were actually the case, spectral lines

would exist at only one frequency and would possess no width. But, it is

an experimental fact that every known spectral line has a definite and

finite width. The explanation for this finite line width, which is consistent

with the energy level model of the molecule, is that there exists a certain

amount of uncertainty associated with each actual energy level.

The spectral lines in the microwave region of the spectrum have

essentially five different sources of line width and line broadening. These

16a
basic sources of width and broadening are as follows:

(1) Natural line width
(2) Pressure broadening
(3) Doppler roadening

(4) Wall-c lision broadening
(5) Power saturation broadening.
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Width and broadening sources have a cumulative effect on the line width

and must be considered individually by the spectroscopist to determine the

extent of the effect of each source.

Heisenberg's Uncertainty Principle indicates that the uncertainty

of a given energy level of a given molecule can be expressed by 6 E where

6E = 
h 

20a

mean lifetime of the energy level in the given molecule

Thus, if the uncertainty, 6 E, associated with a certain level is small

when compared with the amount of energy absorbed by the molecule in the

transition between two energy states, the spectral line will be narrow; i. e.,

the range of frequencies over which absorption is observed will be small.

Factors such as collisions, thermal vibration, and electric or magnetic

field interactions between the atoms and molecules may cause the uncer-

tainty of energy levels to be of considerable magnitude.

The natural width of a spectral line is due to the finite lifetime of a

given energy level within a molecule. Spontaneous transitions between

energy levels result in the emission or absorption of energy which is not

monochromatic. It is evident from the uncertainty principle that the

uncertainty of a particular energy level of a molecule is inversely propor-

tional to the mean lifetime of that level. Thus, the natural width of a line

is also inversely proportional to the mean lifetime of the energy level of

interest. The natural "line width" * in cycles per second is given by the

* It is customary to measure the width of a spectral line by determining two

points on the absorption curve located at half of the maximum intensity of the
line and then by taking half of the frequency-width measured between these
half-intensity points. This line width is symbolized by A P and has units of
cycles per second or wave numbers (cm-1 ).
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2 8a
theoretical equation

323
32= 232 r 3 V 3 mn 2

3hc 3 mn

where v = the resonant frequency in cycles per second

h = Planck's constant

c = speed of light

'n = dipole matrix element.

The natural line width is not a function of the type or size of the spectrom-

eter and is usually negligible compared with the other broadening effects

found in the microwave region.

In gases, the mean lifetime of a given molecular energy level

decreases as the frequency of collisions between molecules increases,

thereby causing increases in 6 E. Since the frequency of collisions between

molecules is directly proportional to the pressure of the gas for constant

temperature, the line width (AV) associated with the uncertainty of energy

levels (6 E) increases as the pressure of the gas increases. The broadening

of a spectral line due to an increase in pressure is referred to as pressure

broadening and is a very important part of spectroscopic measurements.

Many theories, using both quantum-mechanical and classical molecular

models, have been proposed to mathematically describe the molecular inter-

actions causing pressure broadening.1, 15, 17, 30, 31 If the assumption is made

that the duration of a molecular collision is much shorter than the mean

time between molecular collisions, the classical and quantum-mechanical
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models yield basically the same result. This assumption would, of course,

be accurate for a small range of very low pressures only.

The distribution of molecular energies after collisions was assumed

15 31
to be random by Lorentz. Later, Van Vleck and Weisskopf considered

the energies to be related by the Boltznann distribution. The Van Vleck-

Weisskopf equations have been found to more nearly describe microwave

spectra, and this theory has been almost universally accepted.

The Van Vleck-Weisskopf theory of pressure broadening assumes

that intermolecular collisions constitute a random interruption of the

phase of a molecular harmonic oscillator such that, after collision, each

molecule assumes an independent phase. The energies of the assembly

of molecules are thus distributed by the Boltzmann distribution in a

state of thermal equilibrium with the incident electromagnetic fields.

The expression for the attenuation due to absorption lines'in gases

as derived by Van Vleck and Weisskopf is

6fEk 29b
y/ = 106(logl 0 e) ( 8 3ivN) j

e kT

where y = absorption coefficient in decibels per kilometer

v = frequency of incident electromagnetic energy

N = number of molecules per cubic centimeter

h = Planck's constant
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c = speed of light

Iij 1= square of the dipole matrix element connecting
the states i and j

Ei, E. = energy of the i and j states, respectively

k = Boltzmann's constant

T = absolute temperature of the gas

e = base of natural logarithms = 2. 718.

v. = the center frequency of the transition

f(vij, v) = "structure factor" or line-shape function

f(vv) = .[ Av + AV 1
2L.._v) + (A)2 (Vi +V)2 +lAV)2

At frequencies near resonance, this expression yields a half-intensity

1
half-width of A v = where T is the mean time between molecular

collisions. Since the pressure is inversely proportional to the mean time

between collisions, the line width due to pressure broadening is predicted

to be directly proportional to the pressure of the gas.

The theory also assumes that the period of oscillation of the incident

electromagnetic energy is much longer than the mean duration of a

molecular collision. In the microwave region, this condition is approximated

but the approximation becomes worse as the frequency of the incident

electromagnetic energy is increased; such that, in the optical region of the

electromagnetic spectrum, the condition is reversed and the assumption is

invalid.
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A knowledge of the variation of the line width with pressure is basic

to the use of the Van Vleck-Weisskopf equation for predicting the intensity

of absorption as a function of pressure and frequency. Since AP has been

shown experimentally to be approximately a linear function of pressure

over a wide range of pressures, the slope parameter, -- , is an

extremely useful constant of the gas and energy transition. Theoretical

calculations are often not adequate to determine this parameter with the

amount of precision desired; hence, it must be treated as a semi-

empirical parameter. Much information on the atomic constants of

molecules has been obtained by experimentation designed to measure this

parameter.

Doppler broadening arises from the motion of the gas molecules

which are absorbing the energy relative to the electromagnetic radiation

which they are absorbing. Assuming a Maxwellian velocity distribution

of the molecules, the line width is found to be

P _ - 5a, 28b

AP 0 . 2kNlnZ.I-,
c o

where T = temperature of the gas in degrees Kelvin

k = Boltzmann's constant

N 0 Avogadro's number

M molecular weight of the gas.
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It is obvious from this expression that the only simple method by which

the Doppler broadening contribution to the overall width of an observed

line can be reduced is by lowering the temperature of the gas.

Wall-collision broadening is due to collisions of the molecules con-

tained within the absorption cell with the walls of the cell. Collisions

between the molecules and the walls produce essentially the same broad-

ening effect as collisions between molecules alone. When the pressure of

the gas is reduced to the point where the mean free path of the molecules

is roughly equivalent to the dimensions of the absorption cell, wall-collision

broadening makes a significant contribution to the overall line width. The

line width due to wall-collision effects is given by

I 28c

A- S(RT )z 8V 81r 3

S
where S ratio of the surface area of the absorption cell to the

enclosed volume

R = the gas constant

T = temperature of the gas in degrees absolute

M = molecular weight of the gas.

Thus, wall-collision broadening can be reduced by lowering the gas tempera-

ture and by selecting the shape and size of the absorption cell with the

intention of reducing the ratio of the surface area to the enclosed volume.

Ordinarily, wall-collision broadening is quite small compared with other

sources of broadening, but at very low pressures where the spectral lines

are narrow, this source of broadening must be considered.
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Power-saturation broadening occurs when the power in the incident

radiation is sufficient to raise molecules from the ground state to the

excited state at a greater rate than molecular collision relaxations can

maintain the Boltzmann energy distribution. The result is a diminished

peak intensity due to a reduced ground-state molecular population. The

intensity of the absorption in the wings of the absorption line is reduced by

an amount which is less than the reduction of the peak intensity. Thus,

the peak intensity at the line-center frequency is reduced such that the

points of half-intensity are separated by a larger amount than before,

making the line-width parameter, A &, appear larger. By using the mini-

mum amount of microwave power that the sensitivity of the spectrometer

will permit, power-saturation broadening effects are minimized. However,

at very low pressures where there are fewer molecules involved in the

absorption process, saturation effects must certainly be considered. A

lower limit is thus placed on the range of pressures at which a line can be

resolved and accurately measured.



III. THE OXYGEN MOLECULE: SPECTROSCOPIC ACTIVITY IN THE

MICROWAVE REGION

An interaction between the: incident electric field and the electric

dipole moment of the molecule is the usual mechanism which couples

energy from the electromagnetic fields to the molecule in gaseous micro-

wave spectroscopy. However, the major gaseous constituents of a da

atmosphere, 3 nitrogen and oxygen, both possess no such electric dipole

moment which is active at microwave frequencies. But the atmospheric

oxygen molecule does possess a permanent magnetic moment; i. e., the

oxygen molecule is paramagnetic. From Maxwell's equations, it is

obvious that if microwave absorption can occur by electric coupling to the

molecules, it can also occur by magnetic coupling. Since the electric

polarity unit, the Debye unit, is approximately 100 times the magnitude

of the magnetic unit, the Bohr magneton, molecular electric dipole moments

are much larger than magnetic moments. Thus, the intensity of absorption

due to magnetic coupling is much smaller than that due to electric coupling.

Measurements of the resonant absorption of microwave energy by oxygen

therefore, in general, require more sensitive spectrometers than those

required for the measurement of absorption due to electric coupling.

The diatomic oxygen molecule possesses a permanent magnetic

moment of two Bohr magnetons associated with the angular moment of the
. 16b

electronic spin. Since the spin of the unpaired electrons may take on

three orientations with respect to the "end-over-end" rotation of the

-18-
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molecule, each rotational energy level of the molecule. is split into three

levels called "triplets." f J denotes the total quantum number, then the

transitions which cam occur within these triplets are given by the selection

rules Al = ±i and AK = 0, where K is the rotationQ1 quantum number.

The transitions between the J = K+ I and J = K - states and the

I = K state produce Z5 major fine-structure spectral lines in the S-mm

wavelength region and only one line in the Z. S-mm wavelength region,
18

corresponding to a. variation of K from. I to 25. Thus,- the oxygen

spectrum in the microwave region arises from transitions between the fine-

structure components of the rotational levels rather than between the

29crotational levels themselves. Non-resonant absorption occurs along

with the resonant absorption, but the effect is a very minor one and will

not be examined further in this investigation.

The single oxygen absorption line in the Z. 5 -mm region is of

particular interest since the isolation of this line in frequency permits

the measurement of the line shape and intensity without appreciable inter-

ference from other oxygen lines. The 2. 5-mm oxygen line arises from

the J = 0 -- , K = 1 transition and is referred to as the I- line in spec-

troscopy.



IV. STATEMENT OF THE PROBLEM

The resonant frequency of the 2. 5-millimeter wavelength oxygen

absorption line has been measured with high precision by several

experimenters; however, there have been only a very few and much less

precise measurements of the line shape, and even fewer measurements

of the line intensity. The exact variation of the line shape with pressure

over a wide range of pressures has only been estimated. Since the

atmosphere is essentially opaque to frequencies near line-center frequency

due to oxygen absorption, measurements of line shape and pressure

broadening are essential to understanding and calculating the transmission

of signals of these frequencies through the atmosphere.

Hence, the problem is to measure as accurately as possible with the

equipment available the s_.E, both line width and intensity, of the oxygen

spectral line in the 2. 5-mm wavelength region over a range of pressures

from a fraction of a millimeter of mercury to the atmospheric pressure of

sea level. The measurements are to ascertain the absorption due to dry

oxygen alone, with provisions for extrapolating the data to fit atmospheric

absorption due to a mixture of dry atmospheric gases. The data should

also be of sufficient accuracy to verify or refute the Van Vleck-Weisskopf

equations.

-20-



V. INSTRUMENTATION

A. Elements of a Microwave Spectrometer

The microwave spectrometer differs from the optical spec-

troscope in the use of monochromatic or near-monochromatic sources

of radiation and the corresponding absence of a dispersive element, but

the same general function is performed by both instruments. Techniques

for varying the frequency of microwave sources and the high precision of

frequency-measuring equipment available make microwave spectroscopic

measurements extremely precise ones, and, at the same time, make the

instrumentation somewhat more complicated.

In its simplest form, the microwave spectrometer consists

11a
of the following components:

(1) A source of radiant microwave energy

(2) An absorption cell

(3) A device for measuring either wavelength or frequency

(4) A detector of microwave power

(5) An amplifier of the detected power

(6) An indicator.

The exact design of the various components depends upon the nature and

extent of the investigation.

-21-
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B. Types of Microwave Spectrometers

The first spectrometers were hybrid instruments which com-

bined both optical and electronic methods, relying heavily on optical

techniques. In 1934, Cleeton and Williams used a split-anode magnetron

as a source and a rubberized cloth bag as an absorption cell.8 Parabolic

mirrors were used to direct the output of the oscillator on a grating which

was used to determine the frequency. The container was filled with

ammonia at a pressure slightly greater than atmospheric pressure and

the intensity of the transmitted signal was measured by a thermoelectric

element connected to a sensitive galvanometer. The influence of optical

methods upon this spectrometer is obvious.

Since World War II, klystrons have universally replaced

magnetrons as the source of electromagnetic energy for spectroscopic

purposes due to the faCt that klystrons are more nearly monochromatic

sources. The magnetron is also more difficult to frequency modulate than

is the klystrcn, and the higher power available from magnetrons cannot

usually be utilized due to problems associated with power-saturation

broadening.

In measuring the line shape over a wide range of pressures,

it is necessary to take both fixed-frequency (static) and swept-frequency

(dynamic) measurements; At low pressures, usually below ten millimeters

of mercury, the swept-frequency method is used since the line is very

narrow and the frequency of the klystron source can be swept conveniently
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over a range of frequencies which is wide enough to enclose the entire width

of the line. As the line becomes wider at higher pressures, fixed-frequency

measurements of attenuation must be taken, while the pressure of the

gas enclosed in the absorption cell is varied. The technique used in taking

these measurements is to first evacuate the absorption cell and then to

measure the change in absorption as the gas pressure is increased. Some

microwave spectrometers cannot be used for taking both fixed-frequency

and swept-frequency data without excessive modifications; however, provi-

sions for taking both types of measurements are essential to any spectrom-

eter designed to measure pressure broadening.

The spectrometers in common use by researchers may be

classified in several different ways, but perhaps the most obvious differ-

ences between the various instruments lie in the methods of modulating

and detecting the radiated microwave power. Methods of modulation in-

clude amplitude modulation, Stark modulation, source modulation, and

Zeeman modulation. Although some of these modulation methods require

specialized detection schemes, crystal video and superheterodyne detection

systems merit some comment in a discussion of microwave spectrometers.

The simplest spectrometer is one employing amplitude modu-

lation and crystal video detection. Although this type of system is plagued

by low-frequency crystal noise and low sensitivity, improvements such as

a narrow passband amplifier and a data-sampling system synchronized to

21, 24the frequency of the amplitude modulation make the system a very
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practical one for use at frequencies where enough transmitted power is

available to permit the use of a less sensitive detection system.

In an attempt to improie the signal-to-noise ratio and to increase

sensitivity, three methods of modulation -- source modulation, Stark

modulation, and Zeeman modulation -- were devised.

The term "source modulation" is usually used to refer to a

technique designed to overcome low-frequency crystal noise by frequency

modulating the signal source at radio frequencies and by using the absorp-

tion line for detection. Since the spectral line acts as a discriminator,

converting the frequency modulated signal into a signal of varying amplitude,

a simple AM radio receiver can be used to amplify the received signal.

When the system is adjusted properly, the receiver detects the first deriva-

tive-or the slope of the absorption curve. The source modulation system

using the absorption line for-detection represents somewhat of an improve-

ment in sensitivity over the crystal video system, but the sensitivity is

appreciably reduced when operating at the wing frequencies of a line where

the received power is not very frequency-dependent. Another disadvantage

of the source-modulated, line-detected, spectrometer is that any frequency-

dependent power change will be detected. including changes in the standing

wave ratio of the system.

Stark modulation was introduced as a method of increasing

the sensitivity of spectrometers. The absorption frequencies of polar

molecules are shifted in the presence of an electric field due to the Stark
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effect. Stark modulation involves the application of a radio-frequency

voltage to an electrode which runs the length of the absorption cell and the

use of a radio receiver placed after the crystal detector and tuned to the

modulating frequency. The crystal and tube noise as well as noise due

to klystron power variations are reduced by this molecular modulation

scheme. Disadvantages of Stark modulation include the obvious inability

of the system to function when gases such as oxygen, which possess no

electric dipole moment, are investigated; the critical placement of the

electrode within the absorption cell; and the difficulty of obtaining a

uniform electric field.

The magnetic modulation analog of Stark modulation is called

Zeeman modulation and may be used for investigations of paranmagnetic

molecules such as oxygen. The Zeeman absorption cell is difficult to

construct since a high-frequency uniform magnetic field must be applied

to the gas. Problems involving eddy currents within the cell and inter-

actions with stray magnetic fields make the Zeeman spectrometer difficult

to use for the measurement of the delicate paramagnetic resonance effects.

The Zeeman modulation system facilitates the investigation of the Zeeman

effect in molecules, but leaves much to be desired as a modulation device

for a microwave spectrometer.

C. The Design of a Spectrometer for this Investigation

For the investigation of the oxygen line at U8. 75 Gc, a 500-

foot long, six-inch diameter, outer copper conductor of a coaxial line
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was used as the absorption cell. The cell, shown in Figure 2, has two

glass- supported teflon dielectric "windows," one at each end, and is

equipped with two vacuum pumps, several primary pressure gauges,

and provisions for injecting gas. Two 10' by 20' equipment buildings, one

located on each end of the cell, were also available.

The cell was found to be ideal for the purposes of this investi-

gation for the following reasons:

(1) The enclosed volume is sufficient to prevent wall

collisions at the lowest pressures

(2) The diameter is large enough in terms of wavelengths

to permit propagation approaching free-space propagation

(3) The length is sufficient to permit the absorption of a

measureable amount of energy by the enclosed gas.

The design of the associated instrumentation was approached with the object

of optimizing the use of the available cell.

Designing and building a waveguide transition that would match

the small waveguide to the six-inch diameter cell without the propagation of

undesirable modes through the cell is impractical. Transmission through

the cell was accomplished by propagating a wave from a conical horn

antenna such that it was incident upon the dielectric window essentially as

a plane wave. Reflections from the teflon windows were eliminated by

making the windows an exact multiple of a half-wavelength thick. Propa-

gating a plane wave necessitates the location of the antennas at a distance far
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enough away from the cell in order that there is a maximum of X variation
8

in path length over the three-inch radius of the cell. Calculations for this

condition are shown in the appendix. By reciprocity, the length of the

transmitting antenna from the cell and the length of the receiving antenna

from the cell should be equal.

There are two basically similar methods for generating coherent

radiation of these frequencies both of which are available and satisfactory

for use in this investigation.

A klystron operating in the 56 to 65 Gc range may be used as a

primary signal source with a non-linear device placed in the waveguide to

generate the second harmonic output power. If the non-linear device is

followed by a very small section of waveguide, the fundamental frequency

will be below cut-off for the smaller waveguide and only the higher harmonic

components will be transmitted. The standard non-linear device for

harmonic generation is a germanium or silicon crystal. By the use of

crystal harmonic generators, frequencies in the higher frequency regions

of the spectrum can be produced with less expensive klystrons. However,

greater demands for regulation are placed upon the klystron power supply

to achieve the desired monochromatic radiation.

The alternative available method for achieving output at these

frequencies is a newly-developed imported reflex klystron with a fundamental

frequency output from 108 to 122 Gc. At the present time, the merits of this

klystron have not been proven sufficiently to justify the higher purchase
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price, even though the power output is significantly greater than that

obtained by using crystal harmonic generators with the 60-Gc klystrons.

Other disadvantages of this klystron include critical current regulatory

circuits; e. g., the filament current must be maintained at exactly 1. 80

t 0. 01 amperes. Thus, the 57 to 62 Gc klystron with crystal harmonic

generator was chosen as the radiation source.

The power lost in free-space coupling the transmitting and

receiving antennas to the absorption cell, together with the relatively low

level of 118 Gc signal from the crystal harmonic generator, requires the

use of heterodyne detection techniques. The sensitivity required of the

detector precludes the use of a simple video detection system.

The length of the absorption cell makes Zeeman modulation

impractical due to the problems associated with producing the necessary

uniform magnetic field. The Stark modulation system cannot be used to

measure the oxygen resonances, and source modulation with absorption

line detection is impractical due to the failure of the source-modulated,

line-detected, spectrometer to function efficiently under fixed-frequency

operation in the wings of the line.

A system with the transmitter frequency-modulated at an audio

frequency and a superheterodyne receiver with a local oscillator which is

frequency modulated at a higher audio frequency possesses the qualitites

desired for this spectrometer. For swept-frequency measurements, pro-

vision must be allowed for frequency modulating the transmitter, while for
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fixed-frequency measurements, the transmitter must be held at a known

constant frequency.

The reflex klystron is extremely easy to frequency modulate.

The frequency of oscillation is approximately a linear function of the

reflector voltage over a small range of voltages. Although the power output

is also a function of the reflector voltage for a fixed klystron cavity position,

the variation of power over a small range of reflector voltages may be

made negligible by proper adjustment of the voltages and cavity dimensions.

By impressing a known voltage waveform on the reflector of the klystron,

the time variation of output frequency is known.

Consider the case where the frequency of the transmitter is

set to a certain fixed frequency. If the local-oscillator klystron of the

superheterodyne receiver is modulated with a sinusoidal voltage, then the

frequency to which the receiver is tuned varies approximately sinusoidally

about the unmodulated frequency of the local oscillator. If, at the receiver,

a linear mixer is used to mix the local oscillator signal with the incoming

signal from the transmitter and a crystal detector is used to detect the

beat frequencies, then the output of the intermediate-frequency amplifier

will exist only for the instants that the difference between the two frequen-

cies is equal to a value within the bandpass of the tuned amplifier. Since

the crystal detector acts as a square-law device, the output of the crystal,

and hence the input to the IF amplifier,is approximately a direct linear

function of the power received for large signal-to-noise ratios. The out-

put of the IF amplifier is approximately a linear function of its input;
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hence, the output of the amplifier is a measure of the power reaching the

receiver. If the output of the amplifier is fed to an integrator which

responds to the peak output voltage, then the output of the amplifier can

be displayed as a DC current through a pen recording-milliameter. If

the power from the local-oscillator klystron is essentially constant, and

therefore the crystal conversion efficiency constant, the output current

through the pen recorder is proportional to the power received by the

receiver.

The system described above represents the best apparent use

of the available equipment and is the system to be used for this investiga-

tion. Calibrated attenuators are available which allow the injection of a

known amount of power loss into the system. The installation of a calibrated

attenuator in the waveguide at the receiver between the incoming signal

from the transmitter and the mixer permits the calibration of the pen

r4corder to read power changes directly in decibels. The completed system

described thus far is a very precise fixed-frequency spectrometer.

But the design of a fixed-frequency spectrometer is only part

of the problem. Consider now the possibility of modifying the system to be

used to make swept-frequency measurements. Swept-frequency measure-

ments require the frequency of the transmitter to be changed in a known

manner such that the received signal displays the resolved line on a cali-

brated frequency scale. If the local oscillator klystron of the receiver is

frequency modulated with a 6000 cps signal while the klystron of the trans-

mitter is frequency modulated with a 60 cps signal synchronized to the
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primary 115-volt AC power line frequency; then, if the output of the IF

amplifier is displayed on an oscilloscope swept at a 60 cps rate with

adjusted phase, the oscilloscope should trace the outline of the oxygen

absorption curve. The system is thus a data-sampling system where the

reeeiver samples the transmitted signal at intervals determined by the

frequency of the modulating voltage of its local oscillator. For the 6000

cps and 60 cps system described above, the output of the IF amplifier

would be 100 bandpasses per sweep of the oscilloscope. The x-axis would

then approximate a linear frequency scale which can be calibrated by a

krowledge of the bandpass of the IF amplifier.

A block diagram of the spectrometer showing the arrangement

of components both for swept-frequency and fixed-frequency operation is

shown in Figure 3.

The design as explained above presents no obvious practical

problems; however, when the system was constructed, the following problems

were observed:

(1) The line-center frequency did not appear at exactly

the same position on every trace and retrace due to a

"hysteresis" effect, associated with the frequency modu-

lation of the transmitting klystron, that could not be

corrected by the use of the phase- shifting network.

(2) The available oscilloscopes did not have the necessary

bandwidth to respond to the frequencies in the signal from

the IF amplifier.
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Hence, a compromise design was necessary. The receiver modulation

frequency was changed to approximately 1000 cps without noticeably affecting

the' accuracy due to decreased sampling rate. The bandwidth of the two

oscilloscopes was adequate to display the output of the IF amplifier for this

signal. Next, the display oscilloscope was internally swept with a sawtooth

waveform synchronized to the 60 cps line frequency. and adjusted such that

each sweep of the oscilloscope represented a sweep of the transmitting

kly'stron frequency in the same direction. This corrected the hysteresis

phenomenon, but the linear oscilloscope sweep distorted the frequency

presentations on the x-axis of the oscilloscope from linear to sinusoidal.

This was not a serious disadvantage, however, since a knowledge of the

modulation of the transmitter permitted calibrating the display as shown in

the appendix. It was thus possible to modify the theoretical system to use

the available equipment while preserving the information-bearing attributes

of the signal.

Photographs of the operational system are shown in Figures 4

through 7.

The Stokes-McLeod high-vacuum gauge, Miriam absolute-pressure

manometer, Alphatron ionization vacuum gauge, oxygen bottles and associated

cell-pressurizing equipment are shown in Figure 4.

Figure 5 shows the receiver as viewed from the receiving end of

the absorption cell. Visible in Figure 5, and utilized as indicated in Figure 3,

are the conical antenna, radiation absorbing shield, two Tektronix RM 503
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oscilloscopes, Tektronix oscilloscope camera, two phase-shifting networks,

Hewlett Packard model 466A AC amplifier, Hewlett Packard audio oscillator,

Texas Instruments Incorporated Recti-Riter pen and ink recorder, peak

detector-integrator and IF bias supply, three Lambda DC power supplies,

FXR model Z815B universal klystron power supply, klystron voltage control

panel, and two Sorenson AC voltage regulators.

A close-up view of the receiver is shown in Figure 6. This

photograph reveals the instrumentation hidden by the absorbing shield in

Figure 5. Components visible in Figure 6 include the horn antenna, radiation

absorbing shield, Demornay-Bonardi model DBW-410 calibrated attenuator,

FXR crystal harmonic generator and mixer, TRG ferrite isolator, Narda

model M807 cavity wavemeter, isolation attenuator, Raytheon QKK 864

klystron, L. E. L. Inc. IF amplifier, klystron cooling fan, and crystal

current meter.

The transmitter, similar in many respects to the receiver,

is shown in Figure 7. Visible in this photograph are the calibrated atten-

uator, FXR crystal harmonic generator, E-H tuner, TRG ferrite isolator,

cavity wavemeter, isolation attenuator, Raytheon QKK 864 klystron, two

Tektronix type 541 oscilloscopes, and portions of the absorbing shield and

crystal current meter.
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VI. TECHNIQUES OF MEASUREMENT

A. Dynamic-Frequency Techniques

Dynamic-frequency measurements of the peak intensity of the

absorption line and the line width at pressures of 0. 5, 1. 0, 1. 5, 2. 0, 3. 0,

3. 5, 4. 0, 4. 5, 5. 0, and 6. 0 millimeters of mercury were the first measure-

ments to be taken with the spectrometer. For these measurements, the

frequency of the transmitter was set as closely as possible to the line-center

frequency using the cavity wavemeter. The receiver was tuned to center

the transmitted signal within the frequency sweep of the local oscillator

by observing the display of the receiver-tuning oscilloscope indicated in

Figure 3. A 60 cps sinusoidal modulation signal was then applied to the

transmitting klystron to achieve swept-frequency output.

With oxygen enclosed in the cell under an absolute pressure of

approximately two millimeters of mercury, the frequencies of the trans-

mitter and receiver were tuned, until the line was located on the display

oscilloscope. The amount of tuning required to locate the line after prelim-

inary setting of the frequency by wavemeter was usually of the order of

20 Mc or less. After the line was located, the absorption cell was evacuated

to a pressure of 0. 5 millimeters of mercury, the minimum pressure at

which the line was of measureable magnitude. Photographs of the attenua-

tion versus frequency data displayed on the oscilloscope were taken with an

oscilloscope camera at selected pressures up to six millimeters of mercury.

-40-



41

Transmitter frequency sweep deviations were calibrated on the

oscilloscope by measuring the passband of the IF amplifier with a frequency

generator and by then photographing the bandpass when located in the center

of-the oscilloscope display. The received signal level was calibrated by

photographing the deflection on the display oscilloscope for known amounts

of calibrated attenuation injections at the receiver. A complete set of data

was taken at each pressure setting, the pressure being set by the use of a

Stokes-McLeod type high-vacuum gauge. The temperature of the oxygen

enclosed in the absorption cell was determined with four mercurial ther-

mometers, shielded from direct sunlight and attached to the cell with a

grease of high thermal conductivity at selected locations along the cell.

B. Static-Frequency Techniques

Static-frequency measurements of oxygen attenuation at pressures

of 8, 15, 30, 60, 100, 200, 300, 400, 500, 600, 700, and 760 millimeters of

mercury were taken at frequencies of 30, 60, 120, 240, 480, 1000, 2000, and

4000 megacycles per second on both sides of the line-center frequency.

The 30-Mc center frequency of the narrow-band IF amplifier

was utilized in precisely setting the desired transmitter frequencies

between line-center and 1000 Mc on either side of line-center. The trans-

mitter frequency was first located at line-center and then the desired frequency

of the transmitter was set by relocating the IF passband appearing on the

receiver-tuning oscilloscope. In this manner, multiples of 30 Mc in frequency

could be precisely set. This method of setting frequency was necessary since
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the Q of the cavity wavemeters was not high enough to determine the

frequencies with the precision required for the measurements. At fre-

quencies of approximately 1000 Mc or greater on either side of the line-

center frequency, the frequency could be just as accurately set using the

wavemeter because of the large number of repeated IF passband relo-

cation steps required to set these frequencies.

Fixed-frequency measurements were taken by first evacuating

the absorption cell to a pressure low enough to provide an unmeasurable

amount of oxygen absorption at the frequency of interest; e. g., 1 mm Hg

at 30 Mc from line center or 10 mm Hg at 4000 Mc from line center. The

chart of a pen and ink recorder was then calibrated using the calibrated

attenuator, and oxygen was injected into the cell while the attenuation as a

function of pressure for the pre-set frequency was recorded. In this

manner, a minimum of two complete runs were made at each frequency.

The attenuation in db/500 ft at the marked pressures on the chart was

determined by using a calibration curve obtained from the known attenua-

tion steps applied to the recordings. The attenuation data were converted

from db/500 ft to db/km by simply multiplying by the factor 6. 56 (500 ft/km).

Gas temperature was measured with the mercurial thermometers in the

same manner as for the swept-frequency measurements, and pressures

were set using a mercurial absolute-pressure manometer.

C. Operational Intricacies

Several intricacies were involved in operating the equipment.

The phase-shifting networks on all oscilloscopes had to be set so that trace
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and retrace overlapped without distorting the information contained in the

tignals. During swept-frequency measurements, the transmitter had to

be adjusted for optimum "flat" power output across the frequency-scan

using the display of the transmitted power versus frequency given by the

oscilloscope located at the transmitter. The crystal current meter at the

receiver had to be precisely set to a value that represented the most favor-

able compromise between noise generation and conversion efficiency. The

audio oscillator used to sweep the frequency of the receiver had to be

adjusted in order that the sweep of the local oscillator was large enough to

enclose the spectrum of the transmitter, but not so large as to enclose both

heterodyne frequencies. The frequency of the klystron of the receiver had

to be maintained at the same value throughout the length of time required to

record the data.

Since accurate data on the dielectric constant of glass-supported

teflon are not known for frequencies in the 10 to 1012 cps range, the con-

dition that the windows be an exact multiple of one-half wavelength thick

could not be reliably calculated. The windows were chosen experimentally

for minimum reflections and were tested each time significant frequency

changes were made.

Typical samples of oxygen absorption data of the 118. 745 Gc

line obtained by measurements using the absorption cell are shown in

Figure 8. Figure 8(A) is typical of the swept-frequency data at a pressure

of two millimeters of mercury, and Figure 8(B) is typical of the chart

recording of fixed-frequency data at a frequency of 119. 745 Gc.
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(A) TYPICAL SWEPT-FREQUENCY DATA
PHOTOGRAPH

(B) TYPICAL FIXED-FREQUENCY CHART RECORDING

SAMPLES OF OXYGEN ABSORPTION DATA
OBTAINED BY USE OF SPECTROMETER

FIG. 8.



VII. THE DATA

The measured values of attenuation, line width, and peak intensity

for the oxygen absorption line in the 2. 5-mm wavelength region of the

spectrum are shown as a function of frequency and pressure in Figures 9

through 15. Calculated curves representing the "best fit" to the experi-

mental data of the Van VleCk-Weisskopf line shape together with the

experimental data used to determine the calculated curves are shown in

Figures 9 through 11.

The curve of AP versus pressure shown in Figure 12 was derived

using the average value of Av obtained from the calculated curves.

Figure 13 shows the measured values of peak intensity versus pressure.

Figure 14 is a graph of the half-intensity, half-width versus pressure

obtained by the swept-frequency technique. Also shown on this graph are

the points that were calculated by the use of the peak intensity and the

constants found to best describe the absorption curves at the higher pressures.

The slopes obtained by swept-frequency and fixed-frequency techniques are

both shown in Figure 14. In Figure 15, the measured peak intensity of the

line is plotted versus pressure.

-45-
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VIII. DISCUSSION AND ANALYSIS OF DATA

Since facilities for controlling the temperature of the absorption cell

were not available, the data of this investigation were taken at various

temperatures. As a result, the data of each run of both the static-frequency

and dynamic-frequency measurements had to be reduced to their equivalent

at a common temperature. This conversion was accomplished by using a

temperature-adjustment coefficient derived from the Van Vleck-Weisskopf

theoretical equation. The intensity was assumed to vary according to

'yTo= T\L2 atlneTo /T 4

-at line-center frequency and to approach - at

frequency of 5Av or greater on either side of the line-center frequency, where

y = attenuation in db/km at temperature To

YT = attenuation in db/km at temperature T.

Implied in these expressions is the assumption that AV is proportional to T

Since 27°C approximately represents the mean of the two extreme

measuring temperatures, a temperature of 300K was chosen as the tempera-

ture to which the data was adjusted. The adjustment coefficient was applied

to each measured value of attenuation obtained by the fixed-frequency

measuring techanique, such that no additional adjustment was necessary

for AV at each pressure. The peak intensity of the line at various

pressures, obtained from the swept-frequency measurements, was adjusted

to a value associated with the common temperature of 300"K by assuming

-53-
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the peak intensity to be inversely proportional to the square of the tempera-

ture. The line width data obtained by the swept-frequency technique were

temperature-adjusted, independently of the adjustment of the peak intensity,

by applying the empirical relationship =-L as measured by
vT

Hill and Gordy. 3 The exact temperature dependence of AV, however, is

uncertain. Although kinetic theory predicts the exponent to be ., experiments

by Hill and Gordy, 13 Howard and Smith, 4 and Beringer and Castle7

indicate that the exponent is more nearly unity. Much experimental work on

the temperature dependence of microwave absorption effects is still necessary.

In the analysis of this data, the value of the line-center frequency was

taken to be 118. 745 Gc, as measured by Anderson, Johnson, and Gordy, and

the mean value of the experimental data was chosen as representative of the

measurements.

The Van Vleck-Weisskopf shape factor was assumed to adequately

describe the shape of this spectral line. It was then necessary to determine

the required constants of the shape factor in order to best describe the

experimental data over the entire range of pressures from 8 mm to 760 mm

Hg. The assumed expression for attenuation in db/km is as follows:

K+ A V AV
0 (Y° -V) +(AV) 2 (Vo0+ V 2 +(AV) 2
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where y = attenuation in db/km for 100%oxygen at 300°K

v = line-center frequency in Gc (118. 745 Gc)
0

= frequency in Gc

AV = half-intensity, half-width of the line in Gc

K = a constant for a given pressure and temperature0

(related to peak intensity and AV by K a ( y peak)(AV) )
0 2

0

K CPK = C-.
o T3

The CDC 1604 digital computer was used to make five complete calcula-

tions of attenuation. at all pressures of interest for selected values of AV

and Ko . The curves which best fit the experimental data at all measured

pressures were calculated using assumed values of Ko , with its associated

pressure and temperature dependence, and deriving values of Av from the

measured peak intensity. Thus, the computed curves accomplished the

necessary averaging and weighting of the experimental data at all pressures.

The calculated curves for several pressures are shown in Figures 9 through

11. The experimental points shown on the curves were in all cases, except

in the extreme frequencies located 4000 Mc on either side of the line, within

the root-mean- square experimental accuracy of the data.

The empirical equation derived from the best fit of the experimental

data is as follows:

P 2 1118. .2 + 2  2 2

T 2.- [(118. 745 - 0) + (AV) 2 (118. 745 + v) + (AV) 2
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where y = attenuation in db/km for 1001o oxygen

P = absolute pressure in mm Hg (8 mm Hg to 760 mm Hg)

T = temperature in degrees Kelvin (near 300°K)

P = frequency in Gc

Av = half-intensity, half-width of the line in Gc.

It is obvious from this expression that, for pure oxygen at 300°K,

Ko = 9. 22 x 10-7 P and that A P = 0. 0130 P where p is the peak attenua-
Ypeak peak

tion in db/km. The experimental value of C of 24.9 is in excellent agreement

with the calculated value of Z5. 0.

The curve of Av versus pressure in Figure 12 was derived using the

average value of AP obtained from the calculated curves representing the

AP
best fit of the data. The slope of this line, -, is 1. 90 Mc/mm Hg.

Figure 13 shows the measured values of peak intensity versus pressure over

the same pressure range.

The swept-frequency line-width data, shown in Figure 14, indicate a

pressure-normalized line-width parameter of 2 = . 08 Mc/mm Hg.

The difference between this slope (2. 08 Mc/mm Hg) and the slope of Figure 12

(1. 90 Mc/mm Hg) is a measure of the experimental uncertainty. The difference

between these two slopes is within the experimental error of the measurements.

Measurements of half-intensity half-widths in access of approximately

8. 5 Mc by the frequency- scanning technique are restricted by the IF center

frequency of 30 Mc and by transmitter frequency deviations of the trans-

mitted signal. The distortion caused by- these limitations is obvious in



57

Figure 14. This distortion becomes significant at a line width. corresponding

to a pressure of approximately 4 mm. Hg. Thus, the data from 4. 5 mm. rg

to 6 mm Hg are not heavily weighted in the analysis, although the data

photographs did not clearly indicate that the data should be discarded.

Although the fixed-frequency measurements represent slightly more

experimental confidence than the swept-frequency data, a weighting factor

for this data would be entirely arbitrary. Hence, in determining a most

probable slope for the entire pressure range,, much information is contained

in the mean of these measurements. The mean slope is 1. 99 Mc/mm Hg

at 300 K. This value is in excellent agreement with the value of 1.97 Mctmm

13,
Hg at 300 K measured by Hill and Gordy., It is also in good agreement with

the theoretical value of 2. 064 Mc/mm Hg calculted by Artman and Gordon,4

with the swept-frequency measurement being closer to this theoretical value.

Atmospheric propagation measurements at frequencies below line-

center frequency made by this LaboratoryZ5 indicate a line-breadth constant

-1of 0. 045 cm /Austin Atmosphere or 1350 Mc at a pressure of approximately

740 mm Hg. This data implies a line-width parameter of 1. 825 Mc/mm Hg for

air of temperature centered at 2910K. If this value is extrapolated to its sea

level equivalent, a line width of 1. 35 Gc at 300"K is expected. If the experi-

mental data shown in Figure 10 for a pressure of 760 mm Hg are used alone to

measure a value of A P, then this value wouldbe 1. 40 Gc. The agreement

between these two measurements supports the argument that N - 02

collisions and 0 - 02 collisions cause an equivalent amount of pressure

broadening.6,19,29
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-1
Consider the value of 0.12 cm /atmosphere at T = 193°K reported by

Anderson,, Johnson, and Gordy.2 If Av is assumed to be proportional to

T - then the 0. 12 cm latmos. at 193°K is equivalent to 2.32 Gc at 760mmHg

and 300'K. Since this value is entirely too large, the temperature dependence

of AP merits examination. If the data of Figure 12 is used to obtain a value

for Av- at 760 mm Hg and 300"K, then an exponent of the temperature ratio

can be determined. Thus,

"300 1 ( 9 3 .x 1.44
AP__ _(-) = --

193

x = 2.08

This exponent is definitely higher than any predicted or measured value.

The accuracy of the value of Ai measured by Anderson, et al, is therefore

questioned, as they mention, because of the "low intensity of the line."

Measurements of the 5-mm wavelength oxygen lines by Artman and

Gordon, Gokhale and Strandberg 10 Zimmerer and Mizushima, 2

Stafford, and others, 1 3 ,3 indicate a range of values from 0. 83 Mc/mm Hg

to 2. 23 Mc/mm Hg for the line-width parameter of these lines, the exact

value being dependent upon the energy transition involved. Thus, the values

of 1. 90 and 2. 08 Mc/mm Hg are within the range of values expected for an

oxygen absorption line.

Very few measurements have been made of the peak intensity of this

oxygen absorption line. Atmospheric propagation measurements by this

Laboratory yield a peak intensity of 1. 71 db/km for air of mean temperature
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approximately 2910K.2 5 Assuming the atmospheric gases to be composed

of 21% oxygen, this value yields 7. 66 db/km for the peak intensity of the

line in pure oxygen at 300°K as compared with the value from Figure 13

of approximately 7. 0 db/km. The uncertainty associated with the atmos-

pheric propagation measurements is such that the data could be adequately

described using a larger Av and a smaller peak intensity. Such a

description would place the measurement in very close agreement with

that of this investigation.

The slight increase in the measured intensity, a change of approxi-

mately 0. 5 db/km over the pressure range from 3.5 mm Hg to 500 mm Hg,

is attributed to the attenuation associated with the wings of the 5-mm oxygen

lines. From the calculated curves of Figure 1, this effect at Z90 0 K is

expected to be approximately 0. 30 db/km over this pressure range for 100%

oxygen. Thus, within the limits of the experimental uncertainty of the

measurements, pressure broadening of the 5-mm oxygen line complex

accounts for the measured increase in peak attenuation.

Several explanations exist for the experimental data in the wings of

the line being higher than predicted by the Van Vleck-Weisskopf shape

factor. The explanations are associated with the assuned temperature-

adjustment coefficients, spectral absorption lines of ozone, measuring

uncertainty, and inadequacy of the shape factor. The values of attenuation

measured in the wings of the line at 114. 745 Gc and 122. 745 Gc were of the

order of magnitude of the uncertainty due to system noises.
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At 114. 745 Gc, the gas temperatures of 19. 0, 42. 2, and 35. 0°C

were quite remote from the chosen common temperature of 27°C; hence,

temperature adjustment of the data involved coefficients considerably
-4

different from unity as a result of the T variation in attenuation. The

attenuation associated with this frequency is significantly changed from
-4

the measured value by the T assumed variation.

Static-frequency measurements at a frequency of 122. 745 Gc were

taken for a gas temperature of approximately 285°K; hence, a temperature-

adjustment coefficient considerably less than unity had to be used to obtain

a value equivalent to the attenuation at 300'K. However, an inappropriate

temperature adjustment would not, in itself, explain the discrepancy

between the measured data and the calculated curve at this point.

Unlike the poor fit of the lower-frequency wing measured data to

the calculated line shape at only one frequency, discrepancies between the

measured points and the calculated curve on the high-frequency wing of the

line were observed at several different frequencies as the pressure was

reduced.

It is probable that the Van Vleck-Weisskopf shape factor does not

exactl, describe the line shape of this oxygen absorption line.2 9 Evidence

supporting this statement is the smooth curve formed by the experimental

points which cannot be described exactly by the Van Vleck-Weisskopf

shape factor as well as the failure of the shape factor to predict the narrow

peak intensity section of the measured absorption curves at each pressure.
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If the shape factor is calculated to fit the peak intensity section of the

measured curves, it fails to fit the wings, and vice versa. Failure of

the shape factor to describe the wings of water vapor and ammonia

absorption is noted and discussed by Townes and Schawlow.28 d  Thus,

the best description of the experimental data using the Van Vleck-Weisskopf

shape factor represents a compromise between a description of the

measured attenuation in the vicinity of the peak intensity and a description

of the measured wings of the line.

Examination of the fixed-frequency instrumentation reveals that the

largest probability for experimental error in the value of a data point lies

in the higher pressure data. These errors are associated with the low-

frequency noise or drift of the system. The data for the higher pressures

represent the longest elapsed time between the calibration of the recorder

and the recording of the data. Hence, the measured attenuation at the

higher pressures is subject to the largest probability of error due to low-

frequency noise. Runs of data were completed in the shortest possible

time in order to reduce the probability of drift and to prevent the occurrence

of large changes in the temperature of the absorption cell.

The accuracy of the swept-frequency measurements is limited largely

by the narrow bandpass of the display oscilloscope and the accuracy to which

the data can be obtained from the photographs. Of these two possible

sources of error, data interpretation is the larger. To reduce this error,

the data were interpreted several times each by two experimenters. Sources
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of broadening other than pressure broadening were considered negligible

in accord with the calculations shown in the appendix.

The accuracy to be expected of all the data is best described by

stating that the calculated Van Vleck-Weisskopf curves shown in Figures 9

through 11 lie within the expected experimental accuracy. The largest

discrepancies are associated with data at 114. 745 Gc, in the vicinity of

the peak intensity of the line, and in-the high-frequency wings of the line.

Data taken with this system using air show the Air/O2 broadening

ratio to be approximately unity and the Air /0 attenuation intensity ratio

to be approximately 0. 21. Thus, the approximate horizontal attenuation

in the atmosphere due to oxygen absorption can be obtained by multiplying

the values of the absorption given here for pure oxygen by 0. 21. The

Van Vleck- Weisskopf equation representing horizontal atmospheric

absorption due to the 2. 53-mm wavelength oxygen absorption line for a dry

atmosphere, as extrapolated from these measurements, is

2 A AV AV P
-Y = 5. 233 E v) +

5.23 * L(118.745-v) 2+(AV)2 (118.745+P)2 +(A V )2

where AV = l.9x103p for P = pressure in mm Hg (4mm<P< 7 6 0 mm)

Av = 2.08x103p for P = pressure in mm Hg (P_<4mm)

for temperatures near 300°K.

A significant improvement in the instrumentation could be obtained by

controlling the temperature of the absorption cell. This would prevent
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expansion and contraction of the cell due to temperature changes during a

measurement and would allow the attenuation as a function of gas pressure

and frequency to be measured at constant values of temperature. Since

the absorption of energy by oxygen is essentially a function of three

variables (pressure, frequency, and temperature), controlling the temper-

ature of the gas would also provide a means of measuring the change in

attenuation as a function of temperature and frequency for constant values

of pressure.

Placing the antennas at a greater distance from the teflon windows,

increasing the center-frequency of the IF amplifier, and raising the power

level of the transmitter could also improve the measuring capacity of the

system.



IX. CONCLUSIONS

Although the Van Vleck-Weisskopf shape function does not exactlr

describe the shape of the 2. 53-mm wavelength oxygen absorption line, it

is a good approximation of the shape except in the far wings.

The shape of the absorption line as measured is best described for

pressures from 8 mm Hg to 760 mm Hg by the equation

=24, 9 P P72  A AV
T 3 1 (118. 745 - v) 2 + (Av) 2  (118. 74S + P)2 + (AV) 2

for 100% oxygen near 300'K.

The measured line-width parameter, A v, is best described by

Av
= 2.08 Mc/mm Hg For P< 4mmHg

AV
P = 1.90 Mc/amm Hg For 4 mmHg< P :5 760mmHg

_ = 0. 0481 cm /atmos.
C

for 100% oxygen at 300"K.

The measured peak intensity of the line is adequately describable as

increasing only very slightly with pressure from a value of 6. 5 db/km at

3. 5 mm Hg to 7. 0 db/km at 500 to 760 mm Hg for 100% oxygen at a

temperature of 300°K.

-64-
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APPENDIX A

CALCULATIONS OF DOPPLER BROADENING AND

WALL-COLLISION BROADENING OF LINE WIDTH

Doppler Broadening:

AV c='= z"k.N n2f 3.58x10- 7

v = 1.1875xO11 c. p.s.
0

T = 300°K
16

M = 32 For 01

16-7 11 300

AV (3.58x10 7 )(1.1875xl01 1 ) -1f20

Av = 130.1 kc.

Wall-Collision Broadening:

S j RT
AV 3
Av 8 - 83M

R = 8. 31xl07 erg/mole •K

A = 579 ; c.p.s. in c.g. s. units

S = 7DL = rL ft2

2D2  
ftL

V = ('-R )L = - -t

S = 8 ft = 0. 262 cm

A-1



A- 2

M = M For 01

T = 300*K

Ap (579)(0.262) 300

A 464 c. p. s.



APPENDIX B

ANTENNA PLACEMENT CALCULATIONS

For f = 120 Gc:

Assume a point source A

I=distance from antenna to absorption cell

Make Al <
8-

3xl 111 2. 5 mm = 0. 0984 in.
* 1. 2 X101

8 0. 0123 =Al mx

2 2
I + (3) = (I1+ Al)2

(Al)7 +2ZIA _9 = 0

9 9-(Al) - 9- (0.0123)
ZAI 0.0246

1 366 in. = 30. 5 ft.

1 30.5 ft.
min.

B-1



APPENDIX C

CALIBRATION OF SINUSOIDAL FREQUENCY SCALE

I I

0° -max (f+ max)

I Af

x-L x=O x=L

-x *-k +x
Frequency of transmitter = f = f + f sinwt

o max.

at t = O, f = f
0

Position of electron beam on oscilloscope

scale = x = C t (linear sweep)0

t = Clx where 1

0

at t =O, x = 0

Thus,

f = 0 + f sinC 1o max. 1

-at x =L, ff + f
o max.

x -L, f = - f
o max.

C-1



C-2

Therefore,

f =f +f sin
0 max ZL

*af ' Tx=f -- f coo W

ax ZL max. 2L

at x = 0, 2f = K (measured calibration constant in Mc/cm)

Of f K

ax ZL max.
x=O

or
2 LKf = -

max. 'T

Now,

f = f + f sin -
o max. 2L

f = f + 2LK sin
o W 2 L

f= f - fl
2 1 r~

fl = f + 2LK sin --x

1 o W 2L

f2 = f + 2X sin 2
20 W 2

o ZLK

2LK= L (sin Z -sin--W Bin 2L
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